Antegrade deligation of iatrogenic distal ureteric obstruction utilising a high pressure balloon dilatation technique.
Iatrogenic trauma is the leading cause of ureteric injury with an incidence in abdominal and pelvic surgery varying between 0.4 and 2.5%. We report a case of ureteric obstruction caused by a haemostatic clip. There was associated rupture of the ureter proximal to the clip with intra-peritoneal leakage of urine. The patient was unfit for surgery and was managed by a novel procedure of endoluminal balloon deligation. Ureteric injuries are rare but potentially serious complications. They require prompt diagnosis and management depends on the patients' clinical condition, extent of injury and interval from injury to diagnosis. We have successfully demonstrated a new technique to treat ureteric obstruction caused by a haemostatic clip with associated ureteral rupture in a patient unfit for surgery.